Asymptomatic left ventricular permanent pacemaker malposition detected on routine follow-up--a case report.
The authors present an asymptomatic left ventricular pacemaker lead malposition that was detected upon routine 2-D Echocardiography. Clinical implication diagnosis and therapeutic options on left ventricular pacemaker lead malposition are discussed.